[A method for checking the integrity and quality of membrane filters for sterilizing nutrient culture media].
A new method for checking up the quality of membrane filters for culture medium sterilization is proposed. A 50 ml syringe is used instead of "Millipore" system. The proposed method helps do without the expensive "Millipore" system to check the hermeticity, integrity of membrane filters, and to save operation time used for their preparation.